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(STERILE) Nylon Finger Trap 
Finger Traction Device 

                                                Rx Only                                      

 

REF:  SK-100-XS, SK-200-S, SK-300-M, SK-400-L, SK-500-XL,  
 

How to Use:  Place patient's fingers in finger traps. Once fingers are secure in traps, place the 
loop of the finger trap in the appropriate clip on ISI’s Digi Grip or other traction device. The 
traction device may be suspended from an IV pole or traction system.  
 
You may also use ISI’s Digi Grip, Traction Strap and weight set for additional patient stability.  
 

DG-3000 Digi Grip 
DG-7550 Digi Grip System  
WS1820 Traction Strap 
S Hook  Stainless Steel S Hook 
0350  ½ pound (.023 Kilogram) weight 
0352  1 ½ pound (.068 Kilogram) weight 
0354  2 ½ pound (1.13 Kilogram) weight 
0357  5 pound (2.27 Kilogram) weight 

 

Explanation of Symbol 
 

               Symbol                                                      Explanation 

 

Manufacturer 

 

Do Not use if package is open or damaged 

 
Single Use 

 

Sterile - Ethylene Oxide 

 

Catalogue Number 

 
Caution, Consult Accompanying Documents 
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